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The certificate covers the following devices: 

Description of the 
Type 

Intended 
Model 

device use 

Non-modified (non-
Hylan soft tissue 

CRM Soft, 
cross-linked) Genefill Fine, 

hyaluronic acid gel 
solution augmentation 

Hyacorp Fine 
CRM Gel 1 ml 

Genefill Soft Fill 1ml 
Cross-linked Hylan Gel soft tissue Genefill Soft Touch 1 ml 

hyaluronic acid gel Dermal augmentation Hyacorp Lips 1 ml 
Hyacorp Feel 2*2ml 

Hyacorp Face 1 ml; 2*2 ml 
Genefill Contour, 

Cross-linked 
,,_ . 

Hylan Gel soft tissue Hyacorp MLF 1, 
hyaluronic acid gel Contour augmentation Hyacorp MLF 2, 

Genefill Contour Plus+ 
Cross-linked Hylan Gel 

soft tissue CRM DX, 
hyaluronic acid Dermal 

augmentation Genefill DX 
with dextranomer Filler DX 

HyaProf 
Cross-linked Hylan Gel 

soft tissue HyaProf Soft 
cohesive hyaluronic Dermal 

augmentation HyaProf Balance 
acid Cohesive 

Filler 

*In case of devices in Class III, this certificate independently does not authorize the
manufacturer for the use of CE mark on the devices.
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Risk 

class 

III* 

III* 

III* 

III* 

III* 




